The clinical value of therapeutic drug monitoring can be increased most significantly by integrating assay results into clinical pharmacokinetic models for optimal dosing. The correct weighting in the modeling process is 1/variance, therefore, knowledge of the standard deviations (SD) of each measured concentration is important. Because bioanalytical methods are heteroscedastic, the concentration-SD relationship must be modeled using assay error equations (AEE). We describe a methodology of establishing AEE's for liquid chromatography-tandem mass spectrometry (LC-MS/MS) drug assays using carbamazepine, fluconazole, lamotrigine and levetiracetam as model analytes.
Introduction
It is increasingly accepted that the utility of therapeutic drug monitoring (TDM) can be improved significantly by integrating the assayed drug concentrations into population and individualized clinical pharmacokinetic models. This can be optimized by using correct weighting of the data in making such models [1] [2] [3] [4] , enabling the maximally precise calculation of individual patient dosages using precision pharmacotherapy software. Because the correct weighting factor is proportional to 1/variance, all such models require reporting the standard deviation (SD) values [not the coefficients of variation (CV%)] corresponding to the measured drug levels. (Fig 1) [5, 6] .
Increasing evidence suggests that most bioanalytical assays are heteroscedastic, i.e. the SD varies in some way with the measured concentration [7, 8] . The relationship between SD and analyte concentration can be estimated quantitatively for each level measured by the analytical method. This approach was first proposed by Ekins et al for an assay of aldosterone, revisited by Sadler, and proposed as the experimentally quantified error term in both population pharmacokinetic (PK) modeling and Bayesian posterior models in individual patients by Jelliffe and Tahani [9] [10] [11] . The clinical value of quantifying the assay error as a function of the drug concentration has resulted in its incorporation into precision pharmacotherapy software suites employing nonparametric pharmacokinetic modeling, such as Pmetrics™ and BestDose™ [12, 13] .
Based on studies conducted using automated clinical analyzers in the 1990's, unweighted second degree polynomial regression was proposed to characterize the assay precision profile, established by analyzing several replicates of real patient specimens [6, 11] . Recent advances show that the future of TDM is strongly linked to liquid chromatography-tandem mass spectrometry (LC-MS/MS) [14] . As shown in practice on a voriconazole assay and on theoretical grounds, bioanalytical LC-MS/MS methods can be characterized by linear error patterns [6, 8] .
In an effort to increase performance and decrease laboratory turnaround times and operational costs, automated clinical assays, including drug analysis, are typically performed without repeats. Therefore, the SD of the drug assay result, reported for further PK calculations, needs to be estimated. For this purpose, assay error equations (AEE's) can be easily used. AEE's are developed systematically, from zero concentration throughout the entire working range of the assay, by performing regression on the series of concentration-SD data pairs (i.e. the precision profile) with multiple measurements done over the widest measurable concentration range and enrolling several independent serum samples fortified with the analyte(s). Furthermore, an appropriate number of independent experiments is performed to include the inter-day variations of laboratory operation.
Although it has been advocated that using AEE's may extend the clinical utility of bioanalytical methods, to our knowledge, no systematic analysis has been published on the methodology of AEE development [15] .
An appropriate AEE will significantly optimize the precision of parameter estimates in population and individual patient pharmacokinetic models. Currently, little attention is given to this issue, and CV% is still regarded generally as the primary measure of assay precision. Our aim is to present an approach to develop AEE's which allows the most precise calculation of the SD's for each result obtained in routine clinical LC-MS/MS drug assays. For this purpose we studied precision profiles using an in-house LC-MS/MS method developed for the analysis of carbamazepine (CBZ), fluconazole (FLU), lamotrigine (LAM) and levetiracetam (LEV) [2, 16, 17] .
Materials and methods

Chemicals and solutions
CBZ, FLU, LAM, LEV (all >99.5% pure), and their isotopically labeled analogs fluconazole-2 H 4 98.0%, lamotrigine-13 C 7 , 15 N 99.0%, and levetiracetam-2 H 6 99.5% were purchased from Alsachim SAS (Ilkirch-Graffenstaden, France). Carbamazepine-2 H 10 0.1 mg/mL in methanol solution (CBZ-ISS) was a certified reference material bought from Sigma-Aldrich Hungary Kft (Budapest, Hungary). LC-MS grade acetonitrile, methanol and water were obtained from Molar Chemicals Hungary Kft (Halásztelek, Hungary).
Fig 1. An overview of how therapeutic drug monitoring (TDM) results can be integrated into clinical population and individual pharmacokinetic models on which individualized drug therapy is based.
After the drug is administered (A), blood is drawn at specific times (B) and submitted for analysis to obtain time-concentration data with the aim of determining the subject's individual pharmacokinetic parameters. This can be done using, for instance, either parametric or nonparametric Bayesian analysis (C). An illustrative input pharmacokinetic model file of Pmetrics™, a nonparametric population modeling software suite [12] , is shown (D). Stock solutions of the analytes were prepared in methanol and stored at -75˚C until use. The first series of stock solutions contained CBZ (CBZ-SS1), FLU (FLU-SS1), LAM (LAM-SS1) or LEV (LEV-SS1) at 4.006, 4.948, 4.080 or 3.974 mg/mL, respectively. The second series of stock solutions contained the analytes at 2.017 (CBZ-SS2), 2.014 (FLU-SS2), 1.987 (LAM-SS2) and 2.015 (LEV-SS2) mg/mL, respectively. The stock solutions of the internal standards fluconazole-2 H 4 (FLC-ISS), lamotrigine 13 C 7 (LAM-ISS) and levetiracetam 2 H 6 (LEV-ISS), prepared in methanol, contained the substances at 1.00 mg/mL. The internal standard solution (IS) contained carbamazepine-2 H 10 at 0.2 μg/mL as well as fluconazole-2 H 4 , lamotrigine-13 C 7 , 15 N, and levetiracetam-2 H 6 at 2 μg/mL in acetonitrile.
The analyte solution used in the carry-over experiment was prepared by spiking CBZ-SS1, FLU-SS1, LAM-SS1 and LEV-SS1, 5 μL each, to 980 μL methanol, and by adding 10 μL of the resulting mixture to 990 μL methanol-water (3:1, v/v).
Further solutions were used in the matrix factor study. The high-level matrix factor spiking solution (MF-H) was prepared by diluting CBZ-SS1, FLC-SS1, LAM-SS1 and LEV-SS1, 25 μL each, to 500 μL with methanol. The low-level matrix factor spiking solution (MF-L) was prepared by diluting 10 μL MF-H with 990 μL methanol. The internal standard spiking solution (MF-IS) was prepared by diluting CBZ-ISS, FLC-ISS, LAM-ISS and LEV-ISS, 90 μL each, to 1000 μL with methanol.
Serum specimens
All of our procedures were in agreement with the Declaration of Helsinki. There was no interaction or intervention with human subjects in the framework of our study, and only leftover patient-related physical material was used. All employed serum specimens were irreversibly de-identified prior to making any manipulation or measurements related to our study on these specimens. Identifiable private information was not accessed by the authors. Due to these considerations and in line with effective regulations, no approval was sought from the Institutional Ethics Committee of Semmelweis University.
In this work, the word 'specimen' refers to unmanipulated blood or serum separated therefrom. 'Sample' is used for serum prepared, or manipulated by spiking the analytes, and then prepared for analysis. 'Sample set' is a batch of samples prepared from serum specimens, each of which had been obtained from a different individual. Human serum was obtained after blood had been drawn into 6-mL red-top native, serum-separator tubes in a standard phlebotomy process from in-and outpatients at various Departments of Semmelweis University (Budapest, Hungary), sent to the Central Laboratory (Pest), Department of Laboratory Medicine, Semmelweis University for routine diagnostic tests unrelated to our study, and by separating the serum by centrifugation (5366 x g, 10 min, cooled to +4˚C). The specimens employed in this study were leftover material which had undergone all ordered tests and were stored separately at 2-8˚C, allocated for disposal. All information displayed on the tubes and allowing patient identification were removed irreversibly at the Central Laboratory (Pest), and the tubes were given a numerical identifier for use in our study.
Candidate specimens were tested for hyperbilirubinemia, hyperlipidemia and hemolysis by establishing the lipemia-icterus-hemolysis index (LIH index, lipemic index) using a Beckman-Coulter clinical analyzer (Beckman Coulter Hungary, Budapest, Hungary) at Central Laboratory (Pest). Specimens with a positive LIH index were inspected visually for making judgement on which type of interference was dominant. Subsequently, specimens were frozen at -18˚C and transported in a frozen state to the Laboratory of Mass Spectrometry and Separation Technology, Department of Laboratory Medicine, Semmelweis University, for processing in the framework of this study. The absence of the analytes from the specimens was verified in preliminary experiments using the methodology described below.
Experimental design
This study consisted of 3 experiments conducted on separate sets of human serum specimens of at least 2.0 mL in volume, all collected from different patients. Spiked specimens (i.e. samples) were stored at -75˚C until analysis. The specimens were not pooled before spiking. In both experiments 1 and 2, specimens with a positive LIH index (hyperbilirubinemic, hemolytic and lipemic, 6 of each) were selected, in addition to 6 specimens without these conditions (termed as "normal"). The total of 24 specimens were spiked with the analytes at 4 and 6 concentration levels in each (i.e. spiking levels) in experiments 1 and 2, respectively. Experiment 3 was carried out by spiking 24"normal" serum specimens to reach 10 different concentration levels for each analyte (Fig 2) .
In each experiment, various regression equations were applied to characterize the precision profiles obtained on sets of 6 ("small" sample sets), as well as of 20 spiked serum specimens ("large" sample sets). To evaluate the results obtained in all possible combinations of the samples, the combination formula "N choose R": N R À � ¼ N! N!ðNÀ R!Þ , was employed, where N is the total number of samples included in an experimental set (N = 24 at each spiking level) and R is the number of samples in which the drug concentrations were evaluated to obtain the precision profiles (R = 6 and R = 20 for "small" and for "large" sample sets, respectively, at each spiking level). Consequently, in each experiment and for each type of regression, 134596 (when R = 6) and 10626 (when R = 20) sets of coefficients were obtained. The calculations were performed using the computer scripts provided in S3 File.
The final AEE's, intended for use in developing pharmacokinetic models, were established by performing regression on the precision profiles established using each and every assay result obtained in the 3 independent experiments (N = 24 specimens at each spiking level, M = 20 spiking levels, Fig 2) .
Preparation of serum calibrator and spiked independent samples
Separate calibrator series, consisting of 6 levels each, were prepared freshly for each experiment. Pooled serum previously screened for the absence of the investigated substances was used. S1 and S2 Tables present details of the preparation and the analyte content of the calibrators and the spiked independent samples, respectively.
Sample preparation
Spiking of the analytes was performed by adding a small volume of the methanol solution of the analytes (i.e. the spiking volume) to the specimens, corresponding to �9.5% of the specimen volume.
Sample preparation was identical for all 4 analytes. 25 μL serum and 200 μL IS were pipetted onto a Phenomenex Impact™ 96-well protein precipitation plate (Gen-Lab Kft, Budapest, Hungary), which was shaken (1100 rpm, 10 min) on an Allsheng TMS-200 thermo shaker (Labex Kft, Budapest, Hungary). The supernatant was forced into a Brand 1 96-well deep well collection plate (Merck Kft, Budapest, Hungary) using a Phenomenex 1 Presston 100 positive pressure manifold (Gen-Lab Kft, Budapest, Hungary) and nitrogen gas (5.0 purity, Messer Hungarogáz Kft, Budapest, Hungary). Then, a 25 μL-aliquot of the supernatant was transferred into another collection plate and 475 μL water-methanol (3:1, v/v) mixture was added. The entire procedure was performed at room temperature.
Analytical method
Analysis was performed using a Shimadzu Nexera X2 ultra-performance liquid chromatograph consisting of two LC-30 pumps, a SIL-30AC autosampling unit and a CTO-20AC column thermostat coupled to a Shimadzu LCMS-8060 mass spectrometer equipped with an electrospray ionization source and operated with positive polarity. Integrated system control and data acquisition were conducted by the Shimadzu LabSolutions v5.89 software (Simkon Kft, Budapest, Hungary).
Chromatography was performed using a Phenomenex Kinetex XB-C18 50x2.1 mm (1.7 μm) analytical column kept at 40˚C and protected by a Phenomenex 1 SecurityGuard Ultra C18 2.1x5 mm cartridge (Gen-Lab Kft, Budapest, Hungary). The mobile phases were water (A) and methanol (B), both containing 0.1% formic acid. The gradient program was 0 min: 30% B, 0.50 min: 30% B, 2.00 min: 90% B, 3.00 min: 90% B, 3.01 min: 30% B. The run time was 4.00 min. The sampler tray was cooled to 15˚C. 2-μL aliquots were injected.
The general mass spectrometer settings were as follows. Nebulizer gas: 3 L/min, heating gas: 12 L/min, drying gas: 6 L/min, interface temperature: 300˚C, desolvation line temperature: 250˚C, heat block temperature: 400˚C. The dwell time of each ion transition was 50 ms. Analyte-specific detection settings are shown in Table 1 . Each spiked serum specimen was tested in a single measurement.
Evaluation of analytical results
The compounds of interest were identified by their ion transitions and retention times. Peak area ratios of the target ion transitions of analytes and internal standards were used for quantitative analysis. The 6-point calibration model was linear with 1/x 2 weights, performed at the beginning of each batch run. In experiments 2 and 3, concentrations lower than the calibrated range were evaluated by single point calibration using the lowest level calibrator (0.403, 0.403, 0.397 and 0.403 μg/mL for CBZ, FLU, LAM and LEV, respectively).
Method validation
Method validation was carried out according to the respective guideline on bioanalytical method validation issued by the European Medicines Agency [18] . Sample carry-over with respect to the signals of the analytes, the performance of the calibration curves, matrix factors, as well as accuracy and precision (the latter as the CV%) were evaluated. Since the aim of this work was to establish precision profiles using specimens spiked immediately before conducting the experiments, storage or freeze-thaw stability studies were not performed.
Sample carry-over was tested by injecting 2 μL of water-methanol (3:1, v/v) solutions containing CBZ, FLU, LAM and LEV at 200, 247, 204 and 198 ng/mL, respectively, 5 times, and by evaluating the areas of analyte and internal standard peaks potentially appearing in the ion chromatograms of blank solvents run in between.
Matrix effect was tested by evaluating matrix factors and the internal-standard corrected matrix factors in "normal", hyperbilirubinemic, hemolytic and lipemic specimens, 6 of each. Deproteinization was accomplished by diluting 25 μL blank specimen with 200 μL acetonitrile as described in the 'Sample preparation' section. 190 μL supernatant was transferred to a 2-mL Eppendorf tube and was spiked with 5 μL MF-H or MF-L, as well as with 5 μL MF-IS. 25 μL of the spiked supernatant was diluted with 475 μL water-methanol (3:1, v/v). Reference solutions were prepared by adding 5 μL MF-H or MF-L, as well as 5 μL MF-IS, to 200 μL acetonitrilewater (8:1, v/v) and diluting a 25-μL aliquot of this mixture with 475 μL water-methanol (3:1, v/v). The analyte content of the spiked supernatants corresponded to CBZ, FLU, LAM and LEV serum concentrations of 0.451, 0.557, 0.459 and 0.447 μg/mL in the low, as well as 45.1, 55.7, 45.9 and 44.7 μg/mL in the high level samples, respectively.
In this paper, the term "lower limit of quantification (LLOQ)" refers to the lowest concentration level of each calibration model, as set forth in [18] and not to the lowest level judged as quantifiable based on signal-to-noise ratios. 
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Development of AEE's by applying linear and nonlinear regression to the precision profiles
The performance of the AEE's was compared in terms of the differences between the experimentally determined SD's and the SD's estimated using (a) unweighted (ordinary) linear, (b) secondand (c) third-order least squares, (d) 1/x 2 -weighted linear least squares, and Theil's regression, with (e) and without (f) using the Siegel estimator [19, 20] . Theil's regression is a robust nonparametric median-based linear regression algorithm which uses Eqs (1) and (2) [21]:
with M spiking levels. The estimated slope was obtained by first calculating the slopes of the lines connecting each i-th SD to all of the j-th SD's, where j>i, i = 1. . .(M-1), and j = 2. . .M, and, second, by taking their median. Subsequently, the intercepts were calculated [again, i = 1. . . (M-1)], and their median was determined to obtain the estimate. The Siegel estimator is a modification of Theil's regression which uses repeated medians as follows:â ¼ median median
where â is the estimated slope andĉ is the estimated intercept. One of the differences from Theil's original formula here is that the estimate of the slope is obtained by calculating the individual slopes of the lines connecting each i-th SD to all others (j<i as well as j>i, i = 1. . .M), recording the median of each i-th slope [median(i6 ¼j)], and, after obtaining all individual medians, determining the overall median, i.e. the overall estimate of the slope. The calculation of the intercept is similarly performed in Eq (4). Theil's algorithm is frequently employed with modifications of Sen (referred to as Theil-Sen regression [22] ). However, in this study Theil's original approach was applied. The performance of the various regression approaches was evaluated by determining the sums of squared residuals normalized to those predicted by the regression algorithm (NSSR). NSSR is an unbiased estimator which retains the widely employed concept of judging the goodness of fit by calculating the residuals [Eq (5)]:
Computer scripts were written by the authors in the R environment (version 3.5.1) to perform the calculation of SD's, to generate and plot precision profiles, and to perform, as well as to evaluate and plot the results of the regression using algorithms (a)-(f) [23] . Theil's regression [algorithms (e) and (f)] was performed using the mblm() function of the 'mblm' package. Weighted and unweighted linear and nonlinear least squares were fitted using the lm() function of the 'stats' package. In each experiment and for each analyte, the medians and ranges of the regression coefficients were calculated. Plots were created using the 'ggplot2' package. The input files, created in comma-separated value (.csv) format using Microsoft Excel, contained the analytical results (nominal and measured concentrations obtained for each specimen at each spiking level, S1 and S2 Files). An interactive website is under construction to make the procedure presented here available to interested professionals.
Results
Method validation
The analytical method described here allowed the selective and specific detection of the analytes in human serum specimens with conventional detection limits of 0.144 pg, 0.216 pg, 0.213 pg and 0.216 pg for CBZ, FLU, LAM and LEV, respectively. The retention times were 2.6, 1.9, 1.4 and 0.9 min, respectively. No sample carry-over was observed. Typical ion chromatograms and representative calibration plots are shown in Fig 3. The performance of the calibration models used in the 3 independent experiments are shown in Table 2 . The intercepts were negligible and the differences of their means from zero was not significant, as evaluated by performing a one-sample Welch test (p = 0.4099, PLOS ONE p = 0.3454, p = 0.2912 and p = 0.4188, respectively). All of the back-calculated concentrations of the calibration standards were accepted by applying the recommendations of [18] .
The accuracy of CBZ, FLU, LAM and LEV concentrations measured in the spiked serum samples ranged between 89.2-133%, 93.1-107%, 80.3-109% and 89.8-109% with CV% ranges of 2.51-17.7%, 2.96-16.6%, 2.19-17.0% and 1.79-11.4%, respectively ( Table 3) .
The results of the matrix factor experiments did not show the suppression or enhancement of the ionization of the analytes or the internal standards in the "normal", hyperbilirubinemic, hemolytic or lipemic samples. The matrix factors ranged between 98.1-111%, and the internal standard-corrected matrix factors were 98.9-114% (S3 Table) .
Combinatorial evaluation of precision profiles in experiments 1-3
The medians and ranges of the linear coefficients of the AEE's established by performing regression on SD's obtained in sets of R = 6 or R = 20 serum samples are shown in Table 4 . These medians (but not the ranges) showed good agreement regardless of the regression algorithm or the experimental setup applied. In addition, sample size (R) caused negligible differences between the medians of the linear coefficients obtained using the same regression algorithm. The medians of the SD's obtained in experiment 3 conducted with "normal" serum specimens were lower than those obtained in experiments 1 and 2.
When linear regression [algorithms (a), (d), (e) or (f)] was applied, the ratios of the highest/ lowest linear coefficients (Table 4A, 
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The ranges of the calculated constant coefficients (intercepts) of the assay error equations, which correspond to the estimated SD's of the blanks, are presented in Table 4B . The proportion of negative intercepts observed within "small" and "large" sample sets were 19.4- Considering nonlinear regression, proportions of non-negative intercepts exceeding 99.9% were obtained by applying 2 nd -order polynomial regression [algorithm (b)] only for FLU and LEV in the "large" sample sets, and when 6 or 10 spiking levels were used. Further cases with acceptable proportions of non-negative intercept were recorded with FLU (94.1%) and LEV (99.9%) in "small" sample sets when 10 spiking levels were employed. These proportions were unacceptably large in all other cases.
The results obtained with 3 rd -order polynomial regression were inconsistent, with an unacceptably large proportion of negative intercepts recorded for all (M = 6 or 10, R = 6) or most (M = 10, R = 20) assayed drugs. In a single setup (M = 6, R = 20), 99.6-100% of the experiments with 3 of the 4 drugs gave rise to non-negative intercepts.
Evaluation of the final precision profiles
The final precision profiles and the fitted AEE's are shown in Figs 4 and 5. The summarizing data of the AEE's and the NSSR values indicating the goodness of fit are presented in Table 5 (individual predicted SD's are provided in S4-S7 Tables). None of the linear regression algorithms yielded negative linear coefficients. Negative constant coefficients (intercepts), however, were obtained for CBZ, LAM and LEV using unweighted linear [algorithm (a)], and, for CBZ, FLU and LAM using unweighted 2 nd -order polynomial least squares regression [algorithm (b), Table 5 ]. Based on the NSSR values, superior linear fits were obtained when the AEE's were established using Theil's regression with or without the Siegel estimator (2.492-25.66 and 2.197-24.28, respectively). 1/x 2 -weighted linear least squares and unweighted 3 rdorder nonlinear regression demonstrated similar performance (NSSR = 9.021-23.11 and 4.234-10.86, respectively). Unweighted linear and 2 nd -order least squares regression, on the other hand, were far less suitable, as their NSSR's ranged between 3.288-3782 and 15.88-49848, respectively.
Discussion
The present work was conducted to provide a new methodology for the estimation of numeric SD values for each concentration level obtained in clinical LC-MS/MS drug assays. This methodology is of importance as maximally useful clinical pharmacokinetic models employed for accomplishing optimal patient care require the use of the SD reasonably associated with each assay result instead of the coefficient of variation.
As a major difference from earlier works where assay error polynomials were evaluated by running patient specimens submitted for TDM in replicates [11, 15] , in this study, multiple independent blank human serum specimens were spiked with the analytes at known levels and evaluated in a single run. Because patient samples are typically assayed in a single measurement in routine diagnostics, along with the technical difficulties of presenting samples to cover the entire assayed concentration range, and with the lack of knowledge of nominal analyte concentrations in the real samples, we propose that the presented approach is more feasible and correct for the development of AEE's. An additional benefit is that this approach can be applied in parallel with experiments performed to establish method accuracy and precision, allowing AEE's to become a tool of method performance evaluation and part of the validation process.
Measures were taken to simulate special clinical situations. In experiments 1 and 2, 75% of the serum specimens employed had a positive lipemia-icterus-hemolysis (LIH) index, a condition frequently encountered and likely to interfere with assay performance. In experiment 1, a proportion of the spiking levels would be considered as supratherapeutic according to the widely considered therapeutic concentration ranges. In experiment 2 and 3, some of the spiking levels were lower than the lowest level calibrator and would therefore not be reported by most clinical laboratories.
The number of samples in the "small" sample sets was selected to make it equal to that recommended as a minimum by the bioanalytical method validation guideline of the European Medicines Agency [18] . The number of samples in the "large" sample sets was chosen to allow a low fractional error of the estimate of the SD while still providing us with a sufficiently large number of combinations of samples. This was based on the work of Ahn and Fessler who described the relationship between the error of the estimated assay SD and the number of specimens as s R S s � 1 ffi ffi ffi ffi ffi ffi ffi ffi ffiffi 2ðRÀ 1Þ p , where σ R S/σ is the fractional error of the estimate of σ, the true value of
The evaluation of the performance of the AEE's obtained using various regression algorithms needs to be based on specific considerations. First, because SD's can only take positive values, and a key goal of developing AEE's is to have a tool for the estimation of assay precision all the way down to zero concentration, the primary aspect of judging the applicability of a regression algorithm is whether negative constant coefficients (intercepts) occur or not. Our results demonstrate that, regardless of the order of the fitted polynomial, the size of the sample set or the number of spiking levels, unweighted least squares regression yields negative intercepts in many sample sets and is, therefore, not suitable when LC-MS/MS is employed. Second, the characterization of the goodness of fit employing correlation coefficients is not helpful for this task as the relationship between concentrations and experimentally determined SD's is unlikely to be very strong, correlation coefficients are subject to the presence of even a single outlier SD, and provide no information on the potential bias of the regression. We therefore propose the use of the sum of squared residuals normalized to the predicted value (NSSR), The NSSR value is not the only indicator of the performance of the applied regression algorithms. The key advantage of applying algorithms (d)-(f) becomes apparent by comparing the estimates of SD obtained at low and at high concentration levels. The percentage errors of the estimates of SD obtained at low levels using unweighted least squares regression [algorithms (a)-(c)] were unacceptably large ( Fig 5) . In contrast, algorithms (d)-(f) yielded SD estimates on the same scale throughout the entire concentration range, down to zero concentration. Since making acceptable estimates at low concentrations (i.e. those outside the validated concentration range) and at the blank are of exceptional importance for avoiding the loss of pharmacokinetic information, the consideration of algorithms (d)-(f) is recommended (S4-S7 Tables).
The selection of the various regression equations was based on earlier work of Jelliffe and Tahani who demonstrated that precision profiles obtained on clinical analyzers could often be characterized by unweighted second degree polynomials [11] . As shown above, the LC-MS/ MS method described herein was characterized by linear precision profiles. Based on theoretical considerations and empirical findings, Gu et al proposed that SD is directly proportional to the analyte concentration in all bioanalytical assays performed using LC-MS/MS, and 1/concentration 2 is the correct weight for calibration when LC-MS/MS is used [8] . Although the reasoning Gu et al provide is short of comprehensive theoretical evidence, 1/x 2 weighting of quantitative relationships has been proposed in several publications on bioanalytical methodology, rendering reasonable the hypothesis that it can also be used for establishing precision profiles. Our results confirm that 1/x 2 -weighted linear least squares regression consistently provides better estimates of the SD than unweighted linear or nonlinear least squares 
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Assay error equations of LC-MS/MS methods to use therapeutic drug monitoring for optimizing dosage regimens regression algorithms do. The disadvantage of this approach, in addition to the lack of comprehensive theoretical evidence to substantiate its use for developing AEE's, is its sensitivity to outliers in the precision profile which can be overcome by assessing an adequate number of samples and spiking levels.
Theil's regression [algorithm (e)] is a very robust, nonparametric median-based, unbiased linear regression approach without any statistical assumptions and easy to calculate using computer software. When a sufficient amount of data pairs is available, Theil's regression gives rise to the true quantitative relationship between the drug concentration and the SD as long as this relationship is linear. Its application afforded acceptable estimates of SD's throughout the assayed concentration ranges, was theoretically sound, and allowed the tolerance of the outliers encountered (which does not mean that it makes good estimates for outliers). While Theil's regression method is relatively insensitive to the presence of outlier SD's in the precision profile, it eventually becomes biased when �29.4% of the data points are outliers. This limitation is overcome by the use of the Siegel estimator which is maximally robust [19, 20, 22] . Earlier, the utility of Theil's regression has been demonstrated for a variety of bioanalytical tasks [25, 26] . In our experiments, Theil's regression was found to yield superior estimates of assay precision all the way down to zero concentration ( Fig 5) , with positive intercepts for almost all combinations of specimens when precision profiles established using "large" sample sets were evaluated (Table 4B ). We therefore recommend using Theil's regression with the Siegel estimator as the first choice for establishing AEE's of TDM assays when the relationship between drug concentrations and SD's is linear, while 1/x 2 -weighted linear least-squares can be an efficient, though not universal, alternative.
Our results confirm experimentally that the precise estimation of the coefficients of the AEE's requires the use of large serum sample sets, while the differences observed in the ranges of the linear coefficients obtained with "small" and "large" sample sets in this study can be well explained by the findings of Ahn and Fessler [24] . Our results also demonstrate that the quantitative relationship depends on the number of the spiking levels used. The evaluation of accuracy and precision results obtained in 5 or 6 independent samples at 4 spiking levels, as proposed by the widely employed bioanalytical method validation guidelines, is clearly suboptimal in this respect [18, 27] .
In experiments 1 and 2, where a substantial proportion of the sample sets consisted of hemolytic, hyperbilirubinemic and lipemic serum specimens, the median linear coefficients obtained were consistently higher than those obtained in experiment 3 where"normal" serum was used. While these results do not imply that serum specimens containing these interferences should be rejected, the impact of the above interferences on the analysis is apparent, even when prepared samples are diluted substantially before analysis. It is therefore crucial to consider the inclusion of an adequate number of specimens with these interferences in serum sample sets employed for developing AEE's to avoid obtaining falsely low estimates of SD's.
The custom of not reporting the correct mathematical credibility of each measurement causes clinical and bioanalytical laboratories to censor many clinically important "below-LLOQ" results. The general recommendation that establishing concentration-dependent estimates of SD allows the laboratory to correctly report analytical results lower than the LLOQ for PK modeling, made by Jelliffe et al earlier, is confirmed by our experiments. The reported concentration range can be extended all the way down to zero concentration with acceptable accuracy and precision for pharmacokinetic modeling when the employed bioanalytical method relies on the use of LC-MS/MS [15] .
The approach presented here can be incorporated flawlessly into the workflow of bioanalytical method validation according to the guidelines of the European Medicines Agency or the US Food and Drug Administration [18, 27] . In terms of controlling precision, current guidelines focus only on the prevention of the coefficient of variation (CV%) becoming "unacceptably" great at the low end of the assay range by applying the arbitrary concept of LLOQ. Employing such arbitrary limits of "acceptability" during the evaluation of method accuracy and precision is a debatable concept in general, and is clearly not useful for incorporating analytical results correctly in pharmacokinetic models and practical patient care [28] [29] [30] . Moreover, current tools proposed by the guidelines for monitoring the performance of bioanalytical methods, such as running internal quality controls, incurred sample reanalysis, and participation in external quality assessment schemes, focus only on accuracy but not on precision.
One may argue that the development of an assay error equation leads to the ignorance of the between-run performance of the analytical method. Between-run experimens are usually conducted by assaying the same specimen spiked to various levels in 3-6 batches, often on separate days. These specimens are usually not retained after method validation has been completed, instead, during routine clinical use, it is the internal controls measured in each batch which provide similar information, monitored using process control charts. Therefore it has been proposed that, in view of the diversity of random events contributing to the assay error, the information provided by between-run experiments should be incorporated into the precision profile established for developing the assay error equation [15] . The methodology we describe in the present work does not imply that validation assays should not be peformed on separate days. Our results in fact demonstrate that performing multiple independent experiments using different serum specimens each time increases the credibility of the AEE's. Nevertheless, the integrated evaluation of the validation measurements renders the separation of within-run and between-run validation tests unnecessary, while providing quantitative data on precision across the assayed concentration range, considerably exceeding the quality of the information delivered by within-run and between-run validation tests performed as recommended by [18] and [27] .
The experimental setup described here can be extended to studying the impact of further pre-analytical factors, such as storage conditions. At the same time, the laboratory is free to incorporate further data into the developed AEE's, as well as to develop new ones for comparisons, whenever it is desirable to check the assay for drift or other departure from previous behavior.
Conclusions
Software-guided adaptive control of drug therapy for the maximally precise achievement of clinically selected targets can now be carried out for each individual patient. Consequently, integrating correct knowledge about the performance of the analytical method offers important opportunities for improvement for clinical laboratories. An essential element of this process is the correct estimation of analytical precision and weighting of each measured concentration to obtain proper drug dosage adjustments.
The proposed paradigm of evaluating clinical and bioanalytical drug assays for this purpose consists of the following.
1. Reporting the measurement along with its estimated SD so the result can be incorporated into population pharmacokinetic models to obtain correct parameter estimates without which maximally precise initial dosage regimens cannot be developed, and into the subsequent individual models used for maximally precise dosage adjustment for each individual patient.
2. Establishing assay error equations specifically for the method employed in multiple experiments by using several spiking levels and by spiking a large number of (preferably, at least 20) independent serum specimens at each level. When the precision profile is linear, as in most LC-MS/MS assays, it can be estimated efficiently using Theil's regression with the Siegel estimator all the way down to zero concentration, eliminating the LLOQ and any need to censor low results. Full knowledge about the results obtained over the entire assay range is now available to laboratory personnel, to clinicians and to pharmacotherapists.
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